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Specific Absorption Rate Reduction Using Nonlinear
Gradient Fields
Emre Kopanoglu,1,2 Ugur Yilmaz,1,2 Yildiray Gokhalk,1 and Ergin Atalar1,2*
The specific absorption rate is used as one of the main safety
parameters in magnetic resonance imaging. The performance
of imaging sequences is frequently hampered by the limitations
imposed on the specific absorption rate that increase in sever-
ity at higher field strengths. The most well-known approach to
reducing the specific absorption rate is presumably the variable
rate selective excitation technique, which modifies the gradient
waveforms in time. In this article, an alternative approach is intro-
duced that uses gradient fields with nonlinear variations in space
to reduce the specific absorption rate. The effect of such gra-
dient fields on the relationship between the desired excitation
profile and the corresponding radiofrequency pulse is shown. The
feasibility of the method is demonstrated using three examples
of radiofrequency pulse design. Finally, the proposed method
is compared with and combined with the variable rate selec-
tive excitation technique. Magn Reson Med 70:537–546, 2013.
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INTRODUCTION
This study introduces a novel method for reducing the spe-
cific absorption rate (SAR) that uses gradient fields with
nonlinear variations in space.
To prevent patient hyperthermia or other adverse effects
during a magnetic resonance imaging (MRI) examination,
the maximum SAR applied to patients has been regulated
(1,2). However, reducing the SAR below a certain level may
impose restrictions on certain sequence parameters such as
the maximum flip angle, the minimum repetition time, and
the minimum pulse duration. The SAR varies quadratically
with the field strength (3); therefore, restrictions on the
sequence parameters become more pronounced, as the field
strength increases. Although homogeneous B+1 fields are
important in obtaining diagnostic-quality images, homoge-
neous fields can only be obtained with additional increases
in the SAR. Because the restrictions imposed on the SAR
hamper the imaging performance, reduction of the SAR
while maintaining the levels of other imaging parameters
has become an active research area in the field.
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There is a trade-off between B+1 -homogeneity and the
SAR at all field strengths. In the high-field regime, B+1 -
inhomogeneities are more severe because of the increasing
interference effects due to the wavelength and field attenua-
tion caused by tissue conductivity. Therefore, various tech-
niques have been devised to mitigate B+1 -inhomogeneities.
Examples of such techniques include B+1 -shimming and
multidimensional excitation pulses. The B+1 -shimming
methods (4) use coils with distinct spatial field variations
and increase the homogeneity through separate adjust-
ment of the signal amplitude and the phase for each coil.
However, such methods increase whole-body and local
(especially in regions close to the individual transmit
coil elements) SAR values. Multi-dimensional pulses (5–9)
increase the homogeneity by specifying the variation of the
excitation profile in three dimensions. However, because
such pulses are more condensed than the conventional
excitation pulses, obtaining the same flip angle without
increasing the pulse duration requires a higher SAR. In
contrast, the effects of inhomogeneity are less severe in
the low-field regime; therefore, approaches designed to
reduce inhomogeneity in this regime are mostly limited
to coil design. Although the “stubby” birdcage coil (10)
was designed to optimize the signal-to-noise ratio along
its axis, the coil generates a nonhomogeneous B+1 field.
Hence, longer birdcage coils are used instead. However,
these longer coils expose a larger volume of the subject
to electromagnetic waves, increasing the whole-body SAR
(but not necessarily local SAR). The trade-off between B+1 -
homogeneity and the SAR is not a problem limited to the
high-field regime but represents a major problem at all field
strengths.
Arguably, the most well-known approach for decreas-
ing the SAR is variable-rate selective excitation (VERSE)
(11). With time-varying gradient waveforms instead of the
conventional trapezoidal waveforms, the VERSE algorithm
modifies the amplitude of the radiofrequency (RF) pulse
to decrease the whole-body SAR while keeping the spa-
tial variations of the SAR and the flip angle unaltered.
Although this approach can significantly reduce the SAR,
the performance of this method is limited when the gra-
dient waveforms are already restricted by the limitations
on the slew rate or the gradient amplitude. Furthermore,
the off-resonance performance of the VERSE technique is
rather poor, because the time varying gradient waveforms
cause blurring.
It is known that the gradient fields are not perfectly
linear and that these nonlinearities cause curved slices
and warped images. To correct for such effects, many
recent studies have focused on measuring these nonlin-
earities using field probes (12) or preceding measurement
scans (13). As an alternative, several investigators have
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exploited the nonlinearity of the gradients to their advan-
tage by obtaining curved slices (14–17) and nonuniform
resolution (18–22). It has been shown that when nonlinear
gradient fields (NLGFs) are used, the adiabatic condition in
flow-driven arterial spin labeling measurements could be
achieved with smaller RF pulse amplitudes and as a result,
lower SAR values (23). However, to the best of our knowl-
edge, no research has been conducted that demonstrates
the effect of NLGFs on the RF pulse shape toward reducing
the SAR.
In this study, we propose using gradient fields with
nonlinear variations in space to reduce the whole-body
SAR without changing the spatial distribution of the SAR
(24). To reduce the complexity of the problem, we first
demonstrate the technique on two one-dimensional (1D)
excitation cases. In a third example, we study the effect
of an NLGF on the SAR in a multidimensional excita-
tion scheme. Furthermore, we compare and combine the
proposed technique with the VERSE algorithm.
THEORY
Conventional MRI methods use fields that vary linearly in
space for excitation and encoding, also known as gradient
fields. In contrast, the higher-order fields, which are used
for shimming the static magnetic fields, are widely called
shim fields. In this text, we will refer to the former as linear
gradient fields (LGFs) and to the latter as NLGFs, to signify
their respective roles in the encoding process.
The SAR depends on many factors, including the RF coil,
the flip angle, the pulse duration, and the pulse shape. This
article focuses on altering the pulse shape using NLGFs. To
emphasize this effect on the SAR, we define the normalized
SAR (nSAR) as follows:
nSAR 
∫ 1/2
−1/2
∣∣b(s)∣∣2 ds [1]
where b(s) denotes the normalized RF pulse (relative to
unit duration and unit integral), as defined by the following
equation:
b(t/τ)  γτ
α
B1(t) [2]
where γ denotes the gyromagnetic ratio, and B1(t), τ, and α
denote the envelope, the duration, and the flip angle of the
RF pulse, respectively. The minimum value for the nSAR
is one, which is the value that holds for a rectangular pulse.
First, the relationship between the nSAR and the exci-
tation profile will be formulated for 1D gradient fields and
objects for simplicity. We define the excitation profile as the
transverse component of the magnetization normalized by
the magnetization density and denote this unitless quantity
as m(z). It is known that at the small-tip-angle regime, the
RF pulse that approximately excites the desired excitation
profile can be expressed by the following equation (25):
B1(t) = −i G2πM
( γ
2π
Gt
)
[3]
where G denotes the amplitude of the LGF, and M (k)
denotes the Fourier transform of the excitation profile (i.e.,
the excitation k-space), where k = γ2πGt and i is the
imaginary unit; in this equation, a complete refocusing is
assumed. In practice, the RF pulses are limited in time
using apodization functions. Because such a function com-
plicates the discussion, in this article, we simply truncate
the RF pulses to a duration of length τ. In this case, the
normalized RF pulse can be expressed by the following
equation:
b(s) = M
(
γ
2πGτs
)
∣∣∣∫ 1/2−1/2 M
(
γ
2πGτs
′)ds′
∣∣∣ [4]
It can be observed from Eqs. 1 and 4 that the nSAR depends
on the excitation profile.
When an NLGF is used, the dependence of the SAR
on the excitation profile is altered. Instead of the gradi-
ent field Gz, let us assume a nonlinear field Gww where
w = f (z) denotes the variation of the field in space is used,
and w is defined as a nonlinear coordinate variable. When
the transformation from z to w is bijective, the inverse
function, f −1(w ), exists. In this case, the excitation pro-
file can be expressed in terms of the nonlinear coordinate:
m(z) = m(f −1(w )) = mn(w ), and the normalized RF pulse
can be expressed in terms of the Fourier transform ofmn(w ),
Mn(·) as shown in the following formula:
bn(s) = Mn
(
γ
2πGwτs
)
∣∣∣∫ 1/2−1/2 Mn
(
γ
2πGwτs
′)ds′
∣∣∣ [5]
Figure 1 demonstrates how the RF pulse changes when an
NLGF with f (z) = z−10−3 sin(2πz/0.032) variation (all dis-
tances are in meters) is used. It is known that the slope of
the gradient field affects the thickness of the excitation pro-
file. For NLGFs, because the slope varies with position, the
excitation profile is distorted. To correct this distortion, the
excitation k-space needs to be distorted in a compensatory
fashion that corresponds to another RF pulse shape (Fig.
1) and a different SAR value; for this example, the nSAR
is reduced from 2.16 to 1.85. As a result, the SAR changes
when an NLGF is used.
It is known that unless the region of interest is not
extremely narrow in at least one direction, a 1D NLGF
is not realizable; such a field would display a similar
variation along at least another direction. Therefore, the
above formulation will be expanded to three-dimensional
(3D) objects and multidimensional RF excitation pulses.
Although the multispoke approach (9) is used in this arti-
cle, these formulations can be trivially modified to fit other
schemes.
As in the 1D case, the transformation from the linear
coordinate system, x (with spatial variables x, y , and z)
to the nonlinear coordinate system, u (with spatial vari-
ables u, v , and w ) can be written as u = f (x), where f (x)
denotes the spatial variation of the NLGFs. If the NLGFs
are bijective, then the desired excitation profile, m(x), can
be expressed as mn(u) = m(f−1(u)). Hence, the pth spoke
of the normalized RF pulse can be expressed as
bnp(s) = Mn
(
kup,kvp,
γ
2πGwτs
)
∣∣∣∑Pp=1 ∫ τp/2τ−τp/2τMn
(
kup,kvp,
γ
2πGwτs
′)ds′
∣∣∣ [6]
where Mn(kn) is the Fourier transform of mn(u) and kn =
[ku kv kw ]. In Eq. 6, p is the spoke index, P is the total
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FIG. 1. An example demonstrating the effect of using an NLGF on a normalized RF pulse. a: An apodized sinc pulse with a T–BW product of
2 is selected as the reference solution. b: The excitation profile of the apodized sinc pulse in the presence of a perfect LGF. c: The variation
of the NLGF in space compared with the LGF. d: The RF pulse that obtains the desired profile in the presence of the NLGF is compared with
the apodized sinc pulse. [Color figure can be viewed in the online issue, which is available at wileyonlinelibrary.com.]
number of spokes, τp is the duration of the pth spoke and
τ = ∑Pp=1 τp is the total pulse duration. It should be noted
that, because this is a spoke excitation scheme, multiple
RF segments that are in the kw -direction, positioned at(
kup,kvp
)
locations are used. Finally, the nSAR can be cal-
culated by normalizing the total RF waveform by τ. When
u, Gw , and Mn(·) are replaced with x, Gz , and M (·), Eq.
6 reduces to the linear case, resulting in b(s). Although
the general formulations of these equations are similar, the
excitation k-space is affected by the gradient nonlinearity
whenM (k) is replaced byMn(kn). Hence, the SAR is altered
when an NLGF is used.
When the nonlinear field is nonbijective, special care
must be taken when applying the above formulation. In this
case, the same field values are observed at multiple loca-
tions in space, meaning that the amount of excitation (i.e.,
the flip angle) will be the same at those positions. Therefore,
whether or not the above formulation can be used directly
depends on the desired excitation profile. We will now
investigate such cases and provide simple 1D examples for
each case:
i. In special cases, the desired excitation profile can be
compatible with the nonbijective NLGF. For example,
an excitation profile symmetric around z = 0 can
be obtained using a z2 field. In this case, no special
treatment is necessary.
ii. In other cases, the field can be made compatible with
the desired profile by combining it with other gradient
fields, for example, a symmetric profile around z = z0,
where z0 = 0 cannot be realized with a z2 field. How-
ever, a z2 − 2zz0 field is compatible with the profile
and can be obtained with the simultaneous use of an
LGF with the NLGF.
iii. If no combination of the available fields yields a com-
patible field distribution, then the excitation profile
can only be approximately generated using nonbi-
jective fields. However, in such a case, the residual
part of the profile can be generated using a set of
bijective gradient fields. For example, a profile that
is not symmetric can be decomposed into symmet-
ric and antisymmetric components; the former can be
obtained using the z2 field, whereas the latter can be
excited using an LGF.
As it can be observed, even nonbijective fields can be used
to obtain the desired excitation profile when integrated
with the proper combination of LGFs.
When NLGFs are used for excitation, the excitation k-
space, and hence the SAR, are modified. Depending on the
nonlinearity of the field and the excitation profile, the SAR
may decrease or increase. However, if LGFs are still avail-
able, the SAR-optimal solution will use the LGFs in the
worst case. Therefore, when NLGFs are added to the set of
available fields, the SAR may only be reduced.
METHODS
The effect of NLGFs on excitation and the SAR is demon-
strated with three example cases. To highlight such effects,
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the first two examples are 1D; the third is 3D to demon-
strate how a realistic case can be handled. The simulations
are performed in Matlab (The Mathworks Inc., Natick, MA),
and the experiments are performed using a 3T scanner
(MAGNETOM Trio a Tim System, Siemens Healthcare,
Erlangen, Germany). As a descriptor of excitation effi-
ciency, the root mean squared error (RMSE) between the
desired and obtained profiles is calculated (6). The RMSE
and nSAR values will be reported in “Results” section.
(Case 1) 1D: Pulse Design for a Given Nonlinear Field
In this example, the effect of a slight nonlinearity on the
SAR is investigated using the field distribution given in
Figure 1. An apodized sinc pulse with no side lobes (time-
bandwidth product: 2), the default RF pulse in the basic
gradient echo pulse sequence obtained from the manufac-
turer of the scanner, is used as the reference solution. Using
the excitation profile of the reference solution (Fig. 1), the
RF pulse for the NLGF case was designed.
To realize the desired NLGF experimentally, a coil with a
2.4-cm diameter is designed on a polyoxymethylene cylin-
der using the target-field method (26). The required current
distribution along the z-axis is sampled at intervals of
4-mm and truncated to a total length of 6.4 cm. The cor-
responding field is simulated and given in Figure 2. Note
that although truncation causes some deviations in the
field, these deviations are outside the full-width-half-max
(FWHM) of the desired excitation profile and therefore,
only slight contractions are expected outside the FWHM.
In the experiments, a cylindrical water phantom with
a 1.4-cm diameter is used. To observe the excitation pro-
file, the readout is performed in the excitation direction.
To drive the custom-made coil, the optically isolated x-
gradient waveform generated by the scanner is amplified
using an audio amplifier (TonyLee Dj 451, JCLEON, PRC;
maximum power, 450 W). The maximum required current
was ≈0.1 A. To limit the waveform distortion to below 2%,
20Ω resistance is used in series with the amplifier. Dur-
ing the experiments, the amplifier of the x-channel was
turned off to keep the excitation direction parallel to the
z-axis. Therefore, the B0-shimming is compromised, but
the effect of the intravoxel signal cancelation was accept-
able for the small phantom used in the experiments. In the
experiments, a gradient echo sequence is used with the fol-
lowing parameters: flip angle, 15◦; RF duration, 1.25 ms;
pulse repetition time, 9.1 ms; echo time, 4.9 ms; excitation
gradient amplitude, 7.4 mT/m; FOVy and FOVz , 116 mm
and acquisition matrix, 128 × 256.
(Case 2) 1D: Field Design for Optimal SAR Pulses
Although a rectangular pulse is optimal in terms of nSAR,
its excitation profile is not sufficiently selective; this pro-
motes the use of other RF envelopes that have better
selectivity—such as apodized sinc pulses—at the expense
of higher nSAR (Fig. 3). It is known that by changing the
slope of the gradient field, the excitation profile can be con-
tracted or expanded. Therefore, by designing a field with
a low slope in the excitation region and high slopes at the
boundaries, the main lobe of the excitation profile of a rect-
angular pulse can be expanded, and the side lobes of the
FIG. 2. The effect of truncating the required current distribution on
the resulting field and the coil produced using the truncated distribu-
tion. a: The field realized when the current distribution is truncated
to 6.4 cm is compared with the ideal and the linear fields: a close-up
version of f (z), indicating half of the FWHM shows that the devia-
tion of the realized field from the ideal is negligible inside the FWHM
(top-right corner). b: The gradient coil wound on a polyoxymethylene
cylinder. Winding separation: 4mm and winding diameter: 2.4 cm.
[Color figure can be viewed in the online issue, which is available at
wileyonlinelibrary.com.]
excitation profile can be contracted, yielding enhancement
in selectivity. Although the optimal NLGF would have
infinite slopes at the boundaries, a physically realizable
field that approximates this ideal field with the following
expression
f (z) = z + 0.47 z
1 + (z/0.09)16 − 1.47
z
1 + (z/0.03)16 , [7]
where all distances are in meters, is designed using the
target field method (26). To realize the field experimentally,
a coil is wound on a cylinder similar to that used in “Case 1”
(Fig. 3). However, because the field magnitude in this case
is higher, the realized field can be measured using MRI by
feeding the coil with the phase-encoding signal during a
gradient echo image and by extracting the field of the coil
from the distortion in the image (Fig. 3). The measured field
is used as w = f (z) in the simulations. It should be noted
that, the number of turns is increased without changing the
required current to attain the higher field magnitudes. The
same RMSE definition, experimental setup and sequence
parameters are used as in Case 1.
(Case 3) 3D: Inhomogeneity Correction Using
Multidimensional Pulses
In the third example, which is 3D, the effect of NLGFs on
the SAR is demonstrated in an SAR-intensive multispoke
excitation scheme. Multidimensional pulses are commonly
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FIG. 3. An NLGF designed to obtain a selective excitation profile when a rectangular RF pulse is applied, and the resulting excitation profile
compared with the profile of an apodized sinc pulse. a: The normalized apodized sinc (T–BW product: 2) and rectangular pulses. b: The
ideal and the designed fields to obtain a better selective excitation profile with the rectangular RF pulse. c: The gradient coil wound on
a polyoxymethylene cylinder, and the thin tubular phantom used in the experiment. Coil length: 20 cm, winding separation: 5mm, and
winding diameter: 2.4 cm. d: The generated field extracted from the distortion in the resulting gradient-echo image by feeding the coil
with the phase-encoding signal, compared with the designed field. [Color figure can be viewed in the online issue, which is available at
wileyonlinelibrary.com.]
used for tailoring the excitation profile in three dimen-
sions for B+1 -inhomogeneity correction (6–8). Although B
+
1 -
inhomogeneities due to wavelength effects become more
pronounced in the ultrahigh-field regime, they are still evi-
dent even at 3 T, because the wavelength is 27 cm (assuming
a relative permittivity of 80). In this example, we set our
desired excitation profile to be a slab with a thickness of
12 cm. However, when a conventional RF pulse is trans-
mitted with the body coil, nearly 30% signal variation can
be observed in a 12-cm field of view (FOV, Fig. 4). To mit-
igate this inhomogeneity effect, multispoke RF pulses are
designed.
To demonstrate the effect of using NLGFs on the SAR,
a slight nonlinearity is introduced to the z-gradient using
a Maxwell pair (Fig. 5). Two multispoke pulses were
designed using the three LGFs and using the NLGF together
with the x- and y -gradient fields. First, by dividing the ideal
profile by the inhomogeneity (Fig. 4), the desired profile is
obtained. It should be noted that the axial cross section of
the ideal profile is slightly smaller than that of the phan-
tom. For the regions outside the ideal profile, no correction
is performed. Second, the excitation k-space of the desired
profile is obtained using Fourier transform. The excitation
k-space is sampled by retaining the regions that contain
the highest power and discarding the rest. By tracing the
sampled excitation k-space using the gradient waveforms,
FIG. 4. The desired and obtained excitation profiles when a conven-
tional excitation pulse is applied. a: The desired excitation profile,
a slab with a 9-cm-long homogeneous region and 1.5-cm long
transition regions along the z-direction; the simulation phantom,
measuring 10 × 10 × 30 cm3. b: The presence of central bright-
ening effect in the resulting phantom (Model No: 8624186 K2285,
Siemens, Germany; diameter: 12 cm, length: 25 cm) images when a
conventional excitation pulse is applied. Coronal images (left), FOV:
15 × 16 cm2. Axial images (right), FOV: 15 × 15 cm2.
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FIG. 5. The produced Maxwell coil and the simulated LGF and
NLGFs. All fields are given on the coronal plane with FOV:
10 × 16 cm2 and cylindrical symmetry. a: The Maxwell coil, wound
on a plastic cylinder with 16-cm diameter (two opposite windings
of four turns each), and the Siemens phantom used in the experi-
ments. b: The z-gradient field. c: The field generated by the Maxwell
pair. d: The NLGF obtained using the Maxwell pair together with the
z-gradient.
the RF pulse is obtained. Although the scanner used for
the experiments can support a 40 mT/m field strength, the
spoke-gradient field strength was limited to 4.7 mT/m to
assure that the excitation k-space is sampled sufficiently
dense. For all gradients, a 120 mT/m ms slew rate limit
is used. Instead of limiting the total number of spokes,
the total RF pulse duration is limited to 2.5 ms. For the
NLGF case, the desired profile is first mapped to the non-
linear coordinate system, and the corresponding excitation
k-space is subsequently obtained and sampled.
To simulate the expected excitation profile, the inverse
Fourier transform is applied to the sampled excitation k-
space. Next, the effect of the inhomogeneity is applied
to the resulting excitation profile. It should be noted that
when the NLGF is used, the profile is mapped to Cartesian
coordinates before applying the inhomogeneity. The flip
angle of the expected excitation profile is adjusted to mini-
mize the RMSE in the FOV with respect to the ideal profile.
Because the transition regions are encoded but discarded
in slab imaging schemes, these regions are not included in
the error calculations.
In the experiments, 3D encoding is performed with read-
out, phase, and section encoding along the x-, y -, and
z-directions, respectively. The experimental setup is simi-
lar to the previous two cases, but there are three differences:
(i) the maximum current required was ≈1.25 A; (ii) because
3D encoding is performed, the x-gradient cannot be dis-
connected; therefore, the z-gradient waveform is used for
driving the custom coil; and (iii) because the custom coil
distorts the field, it should be switched off during encod-
ing; therefore, a mechanical relay is inserted before the
audio amplifier. To account for the RF pulse duration and
to facilitate proper switching of the relay, an echo time
of 10 ms and a pulse repetition time of 100 ms are used.
The other parameters are set to the following values: FOV,
15×15×16 cm3; acquisition matrix, 64×64×32; flip angle,
15◦. For consistency, both the computational and the exper-
imental results are resampled to 128 × 128 × 96 matrices
using linear interpolation.
Implementation of VERSE
To observe the effect of the VERSE algorithm on the SAR,
we increased the gradient amplitude limit by 10, 25, and
100% while keeping the slew rate limit constant. It should
be noted that, the last case is slew-rate limited rather than
amplitude limited. An iterative approach is used for the
VERSE algorithm by reducing the maximum RF threshold
by 20% with each iteration and by increasing the number
of iterations until the total RF duration is again 2.5 ms.
RESULTS
(Case 1) 1D: Pulse Design for a Given Nonlinear Field
For the RF pulses shown in Figure 1, the computational
and experimental excitation profiles are given in Figure 6.
The nSAR of the linear case is 2.16, whereas the nSAR is
reduced by 15% to 1.85 in the nonlinear case. The excita-
tion profile for the NLGF case has small oscillations outside
FIG. 6. Comparison of the excitation profiles. a: The profile for the linear case. b: The profile for the nonlinear case. (Due to the symmetry
of the profiles, only z > 0 halves are given.) [Color figure can be viewed in the online issue, which is available at wileyonlinelibrary.com.]
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FIG. 7. Comparison of the excitation profiles. a: The profile of the apodized sinc pulse in the presence of the LGF. b: The profile of the
rectangular pulse in the presence of the NLGF. In the simulations, the NLGF measured using MRI is used. (Due to the symmetry of the
profiles, only z > 0 halves are given.) [Color figure can be viewed in the online issue, which is available at wileyonlinelibrary.com.]
the main lobe, which causes an RMSE of 0.5% in the simu-
lations. As expected, slight contractions occur outside the
FWHM due to the truncation of the current distribution to
6.4 cm, which increases the RMSE to 1.2%. In the experi-
ments, the RMSE between the LGF and NLGF cases is 2.9%.
The RMSEs between the simulations and the experiments
are 3.1% (for the linear case) and 3.4% (for the nonlinear
case). It can be observed that even with a slight nonlinear-
ity, the SAR can be reduced without affecting the excitation
profile.
(Case 2) 1D: Field Design for Optimal SAR Pulses
When the rectangular RF pulse is used (Fig. 3), the nSAR is
reduced by 54% (from 2.16 to 1). The RMSEs between the
computational and experimental profiles (Fig. 7) are 3.4%
(for the linear case) and 4.9% (for the nonlinear case). When
the profiles are compared with the ideal profile (Fig. 7), the
error values for the linear case are 24.5% in the simulations
and 25.6% in the experiments; for the nonlinear case, the
error values are 13.2% in the simulations and 12.0% in
the experiments. In this example, it is clear that the exci-
tation profile obtained using the rectangular pulse more
closely resembles the ideal profile than the reference solu-
tion. To obtain better selective profiles in the linear case,
the time–bandwidth (T–BW) product of the sinc pulse can
be increased at the expense of a higher nSAR. For T–BW
values of 4, 6, and 8, the RMSE drops to 21.7, 17.5, and
15.2%, respectively, whereas the nSAR increases to 3.1,
5.2, and 7.2, respectively. For a T–BW ≈ 11, the RMSE can
be reduced to 13.2%, as in the nonlinear case. However,
this T–BW value also results in an increase of the nSAR to
9.8. Therefore, in contrast to the LGFs, NLGFs can signif-
icantly reduce the nSAR while obtaining better selective
excitation profiles.
(Case 3) 3D: Inhomogeneity Correction Using
Multidimensional Pulses
Without any correction, the central brightening effect
causes an RMSE of 16% in the excitation profile compared
with the ideal profile (Fig. 4). When the multispoke RF
pulse designed for the linear case is used, the RMSE is
reduced to 4% (Fig. 8); however, the nSAR of the RF pulse
is 110.9. For the NLGF case, the nSAR is reduced by 26%
to 82.6, although the RMSE is slightly increased to 5%.
When the VERSE algorithm is implemented by increas-
ing the maximum gradient amplitude by 10, 25, and 100%,
the nSAR values are reduced to 70, 40, and 25.5, respec-
tively, for the LGF case and 42.6, 24.2, and 15.3, respec-
tively, for the NLGF case (Fig. 9). Hence, the nSAR is
39–40% lower for the NLGF case.
DISCUSSION AND CONCLUSIONS
In this article, a new SAR reduction method is introduced
that uses NLGFs. To compare various RF pulses designed
with LGFs and NLGFs, the nSAR is defined. Using three
example cases, SAR reductions between 15 and 54% are
shown in both simulations and experiments.
Conventional MRI strategies assume perfectly LGFs;
therefore, the reduction of any imperfections in the LGFs
has been studied extensively. However, some nonlinear-
ities always exist. For this reason, many algorithms that
correct the effects of such nonlinearities on the images
are implemented in commercially available scanners. As
demonstrated, such nonlinearities may be useful in terms
of the SAR. In the first example case, a slight sinusoidal
nonlinearity was assumed to exist with the LGF, and the
SAR was reduced by 15%.
The commonly used selective excitation pulses, such as
apodized sinc envelopes, are far from optimal in terms of
the SAR. In fact, we demonstrate that such pulses may have
more than twice the minimum SAR value, which holds
for a rectangular pulse. However, the excitation profile of
a rectangular pulse does not provide sufficient selectivity,
limiting its use in MRI. With NLGFs, we demonstrate that
the excitation profile of a rectangular pulse can be trans-
formed into a selective profile that also yields the lowest
possible SAR.
Multidimensional pulses significantly increase the SAR.
The nSAR of the multispoke pulse designed with the LGFs
was more than two orders of magnitude higher than that of
a rectangular pulse. However, the SAR can be significantly
decreased with NLGFs. In the third example case, the SAR
was reduced by approximately 26 to 40%. It should be
noted that the NLGF used for this example was selected
for its simplicity, meaning that it does not imply a limit
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FIG. 8. Comparison of the excitation k-space trajectories, RF pulses and the corresponding excitation profiles obtained for the linear and
nonlinear cases. Because of finite gradient slew rate, the excitation k-space trajectories extend beyond the spokes along the kz direction.
[Color figure can be viewed in the online issue, which is available at wileyonlinelibrary.com.]
on the reduction in the SAR. An NLGF that shows higher
compatibility with the desired excitation profile than the
field used in the example may yield a higher reduction in
the SAR. With the implementation of the VERSE algorithm,
the SAR of both the LGF and NLGF cases was reduced.
However, with VERSE implementation, the SAR of the
nonlinear gradient case was nearly 40% lower than that
of the linear case in all demonstrated cases.
In the third example, a gradient coil with a diameter of
16 cm was used with a maximum current of 5 A (4 turns
× 1.25 A). Although the size and the low-current require-
ment hint at the applicability of the proposed technique
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FIG. 9. Comparison of the RF pulses for the linear and nonlinear cases when the VERSE algorithm is implemented. To implement the VERSE
algorithm, 10, 25, and 100% increases in the maximum gradient amplitude are allowed. [Color figure can be viewed in the online issue,
which is available at wileyonlinelibrary.com.]
to extremity and head imaging with slightly larger dimen-
sions, the extension of the approach to whole-body MRI
needs further investigation because it is known that the
power demands from the gradient amplifiers scale with
the fifth power of the coil diameter (27). However, in vivo
MRI applications of NLGFs have been used previously for
encoding during head MRI (28).
When NLGFs are used, the reduction in the SAR
depends on the compatibility of the NLGFs and the desired
excitation profile. Therefore, the optimal field may vary for
different applications. However, sometimes, the optimal
NLGF may be too demanding from a hardware standpoint,
or it may require impractical coil dimensions. Therefore,
a trade-off exists between the SAR reduction and the
feasibility of achieving that reduction.
Because the SAR depends on the compatibility of the
shape, position, orientation, and thickness of the excitation
profile, certain NLGFs may increase the SAR, as well. In
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such a case, if the LGFs are still available along with the
NLGFs, the SAR-optimal pulse would use only the LGFs,
preventing any increase in SAR. Therefore, when NLGFs
are available along with some linear counterparts, any exci-
tation profile can be obtained, and the SAR may only be
lower than the linear case.
The use of NLGFs alters the well-known Fourier trans-
form relationship that exists between the excitation profile
and the excitation k-space in the small-tip-angle regime.
When NLGFs are used, the Larmor frequency of spins varies
nonlinearly in space, and the kernel of the Fourier trans-
form becomes a function of the nonlinear field distribution.
In this case, RF pulses can be designed with NLGFs either
with this nonlinear Fourier transform or by defining a non-
linear coordinate system to obtain the well-known linear
form of the Fourier transform. Because the kernel changes
(in the former approach) or the excitation profile changes
(in the latter approach), the excitation k-space and the RF
pulse are altered, leading to the change in the SAR. It
should be noted that similar approaches can be applied
at the large-tip-angle regime, as well. For example, NLGFs
can be used for designing large-tip-angle pulses with the
Cayley–Klein parameterization algorithm (29) by express-
ing the excitation profile in a nonlinear coordinate system
or incorporating the nonlinear field variation in the Cayley–
Klein parameters. However, further investigation of the
applicability of this method is needed.
The optimization of MRI and its applications is a com-
plex problem with many design goals, including the reduc-
tion of the SAR, the reduction of the scan time, the increase
of the resolution, the increase of the signal-to-noise ratio
and the increase of the field homogeneity. We believe that
by combining various approaches to solving this problem,
such as B+1 -shimming, multidimensional excitation pulses,
variable-rate selective excitation, encoding using NLGFs,
and coil design, significantly different imaging schemes
can be designed that not only better suit the region of
interest or the goal of examination but also increase the
efficiency in terms of imaging time, global SAR, and local
SAR.
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